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ABSTRACT 

Aim of the Study: In the fixation of dentures in the treatment of edentulous or 

partially edentulous patients a retentive material is required which is not prone 

to corrosion. The clinical applicability of titan magnets was investigated as well 

as their long-term use and metal stability in order to minimize complications.  

Materials and Methods: The Steco magnet system used during the period from 

1996 to 2003 was evaluated in regard to the defects observed in their casing. 

The broken magnets were taken out and analyzed under a microscope in regard 

to the nature of the fractures. The rate of complications was classified in defect 

classes I (without loss of cover), II (with loss of cover), III (fracture of the 

threads) and IV (defect of the oppositional magnet located in the Prosthesis).  

Results: Of the 725 magnetic inserts available for examination, 77 proved 

defect or showed extreme signs of wear. Most of the fractures were categorised 

into class I, meaning a fracture with loss of the cover. The magnet field strength 

proved to be stable, only less than 3 % showed signs decreasing field strength.  

Conclusion: The 77 defect magnetic Inserts with titan cover belonged mostly to 

the first generation of the magnet system. In this generation the welding-seam 

was done manually. 
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At that time there was no quality control system available to ensure that the 

welding-seam was without defect. Apart from the quality control system, there 

has certainly an x-ray investigation of all titan magnets to be done to ensure that 

there are no defects in the material at the time of fabrication. 

Of course, further studies are needed for an incontestable recommendation of 

this system. The early generations proved insufficiently resistant for the oral 

environment. A variety of defects and, contrary to other reports, decreases in the 

magnetic field strength were observed. These shortcomings led to further 

improvements, reflected in the various generations, the latter showing defect 

rates acceptable for the clinical implementation of this system. 

Clinically The study revealed that the application of the titan magnet system in 

implantation is an established method and that it is feasible for anchoring of 

dental prostheses, also not for the biological surroundings since the rate of 

complications arising is less than three per cent.  

Keywords : Implant supported prostheses, Magnetic Abutments 
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 حقييم دعاماث الخثبيج المغناطيسيت في الخعويضاث المحمولت على الزرعاث 

 الملخص

 

أٌ  انجزئٍت ٔ انبحث ػٍ ٔسٍهت حثبٍج نلأجٓزة انًخحشكت انكبيهت ٔفً سٍبق   :و هذف البحث مشكلت 

 اسخمشاس انًؼذٌ يغ بفحصسخمصبء انخطبٍك انسشٌشي نًغبَػ انخٍخبٍَٕو حى اغٍشلببهت نهخآكم ، حكٌٕ 

 الاخخلاغبث.ٔ ححشي الاسخؼًبل غٌٕم الأيذ 

انًسخخذو خلال انفخشة بٍٍ   Stecoغبس فً َظبو يغبَػ سخٍكٕحى دساست ػٍٕة الإ : المواد والطرائق

. حٍث ػُذ انًشظى انًشاجؼٍٍ نًشفى جبيؼت ْبيبٕسؽ نجشاحت انٕجّ ٔ انفى ٔ انفكٍٍ  3002ٔ  6991

 إنى حى حصٍُف إَٔاع انؼٍٕة انحبدثت ًجٓش نخحذٌذ غبٍؼت انكسش. ٔححهٍهٓب ببن حى جًغ انًغبَػ انًكسٕسة ٔ

ثبنث دكسش انصُف ان ، ثبًَ ديغ فمذ انغطبء انصُف ان ، ٔل ددٌٔ فمذ انغطبء الأصُف يٍ ان: ػٍٕة 

 دػٍٕة انًغُبغٍس انًمببم انًٕجٕد فً انخؼٌٕط  . شابغانصُف ان ،انحهزَبث  

لايبث ػٍٕة أٔ ػ يغُبغٍس 55 هخحهٍم ، فمذ أظٓش يب ػذدِ يغُبغٍس خعغ ن 537يٍ أصم  : ئجالنخا

ظًٍ ػٍٕة انصُف الأٔل د أي كسش دٌٔ فمذ انغطبء . أثبخج لٕة  جصُفاْخشاء شذٌذ. يؼظى انكسٕس 

 ػلايبث اَخفبض لٕة انحمم.يٍ انحبلاث %  2ألم يٍ يب َسبخّ ر أظٓش إ ، انحمم انًغُبغٍسً اسخمشاسْب

.  نى انجٍم الأٔل يٍ أَظًت انًغبَػإ ػ راث انغطبء انخٍخبًَ انخً أظٓشث ػٍٕبب  َبغًـخبغ انح : الاسخنخاجاث

ػُذْب نى ٌخٕاجذ َظبو نعبػ انجٕدة نهخؤكذ يٍ أٌ ٌخى  . ٔ كبٌ الانخحبو فً ْزا انجٍم ٌصُغ ٌذٌٔب   ٔ
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 ػ انخٍخبٍَتفًٍ انًؤكذ أَّ ػُذ حصٍُغ انًغبَ ، بغط انُظش ػٍ َظبو ظبػ انجٕدة ٔلانخحبو دٌٔ ػٍٕة . ا

، َحٍ بحبجت لإجشاء  ببنخؤكٍذ جشاء صٕس شؼبػٍت نهخحمك يٍ ػذو ٔجٕد ػٍٕة فً انًبدة. ٔإٌخى  ،

نمذ أظٓشث الأجٍبل الأٔنى يمبٔيت غٍش كبفٍت  . ٔ ظبفٍت  لبم انخٕصٍت ببسخخذاو ْزا انُظبودساسبث إ

نٕحع اَخفبض فً  ،  اسبث سببمتببنخُبلط يغ دس ٔ ،  كًب نٕحع ٔجٕد ػٍٕة يخُٕػت ،  نهبٍئت انفًٌٕت

حٍث أظٓش ،  نى ححسٍُبث ظٓشث فً الأجٍبل انلاحمتإأدث ْزِ انًشبكم  . ٔ شذة انحمم انًغُبغٍسً

 آخشْب َسبت ػٍٕة يمبٕنت فً انخطبٍك انسشٌشي .

ج يلائًت نخثبٍ غشٌمت يثبخت ٔ انًغبَػ انخٍخبٍَت يغ انزسػبث ًْ ْزِ انذساست أٌ اسخخذاوسشٌشٌب  أظٓشث 

 .يُخفعتكًب أَٓب يخٕافمت يغ انؼُبصش انحٌٍٕت انًحٍطت يغ َسبت اخخلاغبث ،  انخؼٌٕعبث انسٍُت

 

 انخؼٌٕعبث انًحًٕنت ػهى انزسػبث ، انذػبيبث انًغُبغٍسٍت .الكلماث المفخاحيت : 
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INTRODUCTION: 

The systematic implementation of dental implants have led to a change in 

philosophy in the prosthetic treatment of large tissue defects in the maxillofacial 

area or following tooth loss. With their rigid anchorage in the bone via 

ankylosis, implants facilitate the adaptation and incorporation of epitheses or 

prostheses. Acting as a bridge between the implant and prosthesis, various 

abutments and supraconstructions have been devised for their retention and 

fixation.  

The desire to use magnets to fulfill these demands failed not because of the 

functional difficulties encountered but rather because of the lacking in 

biocompatibility of the ferromagnetic materials available. Also the 

implementation of magnets as a permanent fixture within the organism has 

raised the concern of different scientist, although no detrimental effects could be 

attributed to this phenomenon 
1,2

.  Subsequently their use has found little 

acceptance whereby certain advantages must find mentioning. 1) Magnetic fixed 

dentures demand little manual dexterity making it especially suitable for elderly 
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patients. 2) The small size and good accessibility of the magnetic inserts provide 

a good hygienic environment. 3) Economically the magnets are inexpensive and 

can be incorporated in an existing denture. 4) Maintenance cost are low and 

repairs always possible. 5.) Perpendicular forces are not conveyed to the implant 

due to displacement of the magnet by lateral movement. 

One problem which remains is the fact that ferromagnetic metals are susceptible 

to corrosion, especially when the junction between abutment and implant does 

not fulfill the demands of precision. The periimplantary soft and osseous tissues 

are very sensitive to metal ions, even in minute concentrations 
3,

. The 

subsequent metallosis is suspected of promoting the degeneration of the 

periimplantary tissue, terminating in a periimplantitis.  

In keeping these facts in mind, we performed this retrospective study to evaluate 

the clinical feasibility of titanium encased magnets used in implant prosthetics 

4,5
.. The  main point of scrutiny were the stability of the metal parts to corrosion 

and to loading and the eventual long term effects, precipitating as failure or 

complication 
6,7

. 

AIM OF THE STUDY: 
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Is to evaluate the clinical feasibility of titanium encased magnets used in implant 

prosthetics. 

The  main point of scrutiny were the stability of the metal parts to corrosion and 

to loading and the eventual long term effects, precipitating as failure or 

complication 

MATERIALs AND METHODS: 

The study sample were gained from inserts implemented between the years 1996 

and 2003. All subjects were treated with Steco-magnets in the University 

Medical Center Hamburg-Eppendorf (Department of Oral and Maxillofacial 

Surgery) . For simplicity and to detect manufacturing differences, the defects 

were grouped according to the implant system in which they were introduced. 

The total number of implants receiving magnetic abutments and subsequent 

prosthetic rehabilitation in the study was 725.  

Included were all the generations of Steco-magnets, which were available on the 

market from 1987 to 2002. The structure of the last generation (G 7) (Fig. 1) has 

following further development and improvement : The cover, laser welded to 

the magnet, It has a spherical surface area. The application is achieved using a 

snap-on applicator. The magnets are made up of a Sm-Co alloy (samarium-
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cobalt). The abutments surface has been improved being more resistant to wear. 

The most pronounced difference when compared to the previous generations 

(G3, G4, G5) is the location of the laser welding. In these generations the 

magnets were welded in the middle equator of the magnet. 

To allow a systematic evaluation of the defects observed, a classification was 

developed.
8
 

Four classes were defined: Defect class I (without loss of the cover), Defect 

class II (with loss of the cover), Defect class III (fracture of the threads), Defect 

class IV (defect of the oppositional magnet located in the prosthesis).   

Fig. 1.  : Structure of the G7 Magnet insert 
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Defect I: The figures 2 and 3 illustrates one damaged insert from two different 

angles. Clearly visible are the damages in the vicinity of the magnet with 

displacement of the cover as well as signs of wear on the lateral surfaces. 

Fig. 2.  Defect I.        
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Fig. 3. Defect I. 

 

 

Defect II: Figures 4 and 5 show the effect of abrasion of the cover. Over 

numerous years, the cover has been worn thin. The lateral defects allow the 

assumption that an incorrect fit of the cover denture existed. If the abrasion 

leads to a perforation of the casing, moisture penetrates and comes in contact 

with the magnet. The subsequent corrosion develops such forces that the cover 

is literally “blown off” the insert.  

 

Fig.4. Defect II.  
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Fig. 5. Defect II.      
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Defect III: In figure 6 the fracture encompasses the threads, seen as a shining 

area at the beginning of the threads. 

Fig. 6. Defect III. 
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Defect IV: Figures 7 and 8 portray the oppositional magnet, whereby only the 

casing is visible.  

Fig. 7. Defect IV. 

 

 

 

Fig. 8. Defect IV. 
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The magnet and the corrosion were removed to allow close scrutiny of the 

damage. Parts of the cover and of the lateral casing have broken off and the 

casing has been deformed. The signs of wear and tear as well as the detrimental 

effects of the corrosion have taken their toll. Additionally, on the cover small 

cracks are visible and signs of abrasion 
9
.  
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The magnetic field strength of the defect titanium magnetic inserts was 

measured and compared to the new and exchanged magnets in order to detect 

any changes in the magnetic field strength. The results were statistically 

analyzed to determine whether a statistical significant difference existed 

between the implant system (p= 0.05) global test.  

 

RESULTS : 

Overall, 77 of these magnets proved to be defected or showed severe signs of 

wear. The table I shows the defects observed at the abutment . 

Table I. showing the types of implants used in the study and the number and 

percentage of related defects  

Implant System Total 

Number 

Number of 

Defects 

Percentage (%) 

IMZ (Dentsply) 296 36 12.16 

ITI (Straumann) 340 38 11.17 

Branemark (Nobel 

Biocare) 

30 2 6.66 

Semados (Bego) 53 0 0 
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Frialit 2 (Dentsply) 2 1 50 

Ankylos (Dentsply) 4 0 0 

 

 

The magnets which were incorporated in the cover dentures (oppositional 

magnets) also showed signs of wear. These defects were not implant type 

correlated but listed according to the year in which they were used as retentive 

element. The table II reflects these results .  

Table II. showing the number of examined cases and the related number of 

defects in the different periods of the study .  

Year Total Number Number Defect Percentage (%) 

1996 29 3 10.34 

1997 56 6 10.7 

1998 74 2 2.7 

1999 129 2 1.55 

2000 113 1 0.88 

2001 173 1 0.5 

2002 81 0 0 
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2003 70 1 1.4 

 

The 77 defected magnet inserts can be categorised according to their defect class 

as follows in (tab.III).  

Table III. showing the number of defective cases in each group of defect 

classification. 

Defect Class Number Implant type (manufacturer) 

Defect Class I 9 5-IMZ, 3-ITI, 1 Branemark 

Defect Class II 63 29-IMZ, 32-ITI, 1 Branemark 

Defect Class III 5 2-IMZ, 3 ITI 

Defect Class IV (16)* Not implant specific 

 

 

The inserts and oppositional magnets were treated separately in the evaluation, 

since different forces are exerted on them . No statistical significant differences 

were discovered between the different implant systems.  

 

DISCUSSION: 
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With this retrospective study it was possible to highlight the pros and cons of the 

Steco-magnetic system, emphasising the complications encountered during the 

follow-up period. One undeniable advantage of the magnetic system is the 

protection of the enossal implants against overloading. Should hypercritical 

forces be exerted on the cover denture, especially in a perpendicular plane to the 

implants axis, the cover denture is displaced. The bond between the insert and 

oppositional magnet is purely achieved by the magnetic field strength produced 

by the magnets, a barrier which can be overcome once enough force is applied. 

If it is assumed that this positive effect can be reflected in reduced periotest 

values (that means, higher stability), in implants using magnets as compared to 

implants with bar constructions, lower periotest values should be measurable. In 

a study involving 30 patients with a bar construction of the mandible – see 

Teerlink J. Periotest
10

, measured periotest values are ranging from -4 to +2, with 

an average of -1.74.
 
 In a similar study involving ceramic implants measured 

values are ranging from -6 to +5 with an average of -1. In comparison, the 

average value obtained in this retrospective study was -1.75 and therefore lies 

slightly beneath those values obtained by Teerlink
10

. To what extend, if at all, 

these lower values are a reflection of a more physiological force distribution on 
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the implants supporting a magnetic suprastructure, needs to be further 

investigated.  

One advantage of the magnetic system is the fact that the magnetic field strength 

does not decrease with time, as seen in other retentive elements like bars, which 

are based on friction
11

.  

The in-vitro examination proposes that the crystalline structure of the magnetic 

alloy remains constant. If the magnet is exposed to corrosive elements, this 

structure changes with a subsequent decrease in the magnetic field strength. 

Therefore, the metal casing and its durability surrounding the magnet is of 

utmost importance for the prognosis and longevity of the entire structure. 

Additionally the casing has to be capable of withstanding the physical forces 

experienced during mastication. So far, titanium seems best suited for fulfilling 

this purpose. Especially vertical forces (pressure) are exerted on the titanium 

magnets which threaten the titanium casing. Interestingly the magnetic field 

strength of the defect magnetic inserts averaged  

1.56 G (1G=0.1 mT) whereby the new ones averaged 1.9G. Assuming that the 

magnets are all equal in their field strength at the time of manufacture, contrary 
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to the statement of Teerlink
10

, the magnetic field strength seems to decrease with 

time. For the verification of this phenomenon, further studies have to be allotted.  

The average magnetic field strength does not vary according to the implant 

location whereby the load on the implants and therefore on the titanium magnets 

varies according to their location within the jaw. Since the titanium magnets 

manage to withstand the load experienced in the distal portions of the jaw, we 

can assume that the casing is sufficiently dimensioned.  

With the advent of so-called rare earth magnets as described by Jackson 
6
, new 

possibilities of further reducing the size of the magnet-attachment systems exist 

by compromising the magnetic field strength. This promising development as 

well as the easy handling of the e.g. Steco-magnetics for the patient and dental 

practitioner alike make it a practical alternative to the conventional retentive 

elements used in cover dentures 
11,12

. 

Conclusion: 

The 77 defect magnetic inserts with titan cover belonged mostly to the first 

generation of the magnet system. In this generation the welding-seam was done 

manually. 
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At that time there was no quality control system available to ensure that the 

welding-seam was without defect. 

Apart from the quality control system, there has certainly an X-ray investigation 

of all titan magnets to be done to ensure that there are no defects in the material 

at the time of fabrication. 

Of course, further studies are needed for an incontestable recommendation of 

this system. 

The early generations proved insufficiently resistant for the oral environment. A 

variety of defects and, contrary to other reports, decreases in the magnetic field 

strength were observed. These shortcomings led to further improvements, 

reflected in the various generations, the latter showing defect rates acceptable 

for the clinical implementation of this system. 
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